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Abstract: Glucose management indicator (GMI) is frequently used as a substitute for HbA1c, espe-
cially when using telemedicine. Discordances between GMI and HbA1c were previously mostly
reported in populations with type 1 diabetes (T1DM) using real-time CGM. Our aim was to investigate
the accordance between GMI and HbA1c in patients with diabetes using intermittent scanning CGM
(isCGM). In this retrospective cross-sectional study, patients with diabetes who used isCGM >70% of
the time of the investigated time periods were included. GMI of four different time spans (between
14 and 30 days), covering a period of 3 months, reflected by the HbA1c, were investigated. The
influence of clinical- and isCGM-derived parameters on the discordance was assessed. We included
278 patients (55% T1DM; 33% type 2 diabetes (T2DM)) with a mean HbA1c of 7.63%. The mean GMI
of the four time periods was between 7.19% and 7.25%. On average, the absolute deviation between
the four calculated GMIs and HbA1c ranged from 0.6% to 0.65%. The discordance was greater with
increased BMI, a diagnosis of T2DM, and a greater difference between the most recent GMI and GMI
assessed 8 to 10 weeks prior to HbA1c assessment. Our data shows that, especially in patients with
increased BMI and T2DM, this difference is more pronounced and should therefore be considered
when making therapeutic decisions.
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1. Introduction

The introduction of continuous glucose monitoring (CGM) in recent years improved
the management of diabetes significantly [1]. By using CGM systems, a variety of new
parameters, such as “time in range” (TiR), “time below range” (TbR), “time above range”
(TaR), and the coefficient of variation (CV) were established to describe glycaemic control
of patients [2]. To estimate HbA1c, the current gold standard for glycaemic control, the
parameter glucose management indicator (GMI), based on average glucose measurements,
was introduced [3]. Before that, the so-called eHbA1c was used; however, this term
was abandoned due to confusion with the real HbA1c assessed by blood sample. The
current understanding is that sensor data covering 14 days are sufficient to calculate GMI
representatively [4]. Through its easy accessibility, patients often rely on this parameter,
especially in the last years when treatment via telemedicine became more important during
the COVID-19 pandemic [5]. However, recent publications show that there are significant
deviations between GMI and HbA1c, especially when glycaemic control is worse [6,7]. A
recent review also suggested to identify the glycation rates and status of patients using
the difference between GMI and HbA1c, implying that a large difference between the
measurement implies low glycation rates and vice versa [8].

Biosensors 2022, 12, 288. https://doi.org/10.3390/bios12050288 https://www.mdpi.com/journal/biosensors

https://doi.org/10.3390/bios12050288
https://doi.org/10.3390/bios12050288
https://creativecommons.org/
https://creativecommons.org/licenses/by/4.0/
https://creativecommons.org/licenses/by/4.0/
https://www.mdpi.com/journal/biosensors
https://www.mdpi.com
https://orcid.org/0000-0001-7970-0971
https://orcid.org/0000-0001-7786-8156
https://orcid.org/0000-0002-3520-4105
https://doi.org/10.3390/bios12050288
https://www.mdpi.com/journal/biosensors
https://www.mdpi.com/article/10.3390/bios12050288?type=check_update&version=1


Biosensors 2022, 12, 288 2 of 9

Most studies so far predominantly used data from patients with type 1 diabetes, which
might make the formula susceptible to greater deviations in patients with other forms of
diabetes [3,6,9]. Furthermore, studies primarily use data from real-time CGM systems
(rtCGM), which transmit glucose values continuously every few minutes. On the other
hand, intermittent scanning systems (isCGM), which transmit glucose measurements when
the transmitter is scanned by the patient, use data obtained every 15 min. As intermittent
scanning (isCGM) is currently the most popular and frequently used system in all forms of
diabetes, data on the reliability of the GMI given are necessary [1,10].

Furthermore, data on the right time of GMI assessment within the 3 months, which
are reflected by the HbA1c, are of interest.

The aim of this study was to investigate whether GMI is a robust parameter to predict
HbA1c and glycaemic control in a real-world setting of patients using Freestyle Libre
(Abbott Diabetes Care Inc., Chicago, IL, United States) and to determine factors that are
associated with the often observed significant deviations between the measurements.

2. Materials and Methods

In this cross-sectional study, we retrospectively included 278 patients treated in the
diabetes outpatient clinic of the General Hospital of Vienna between 2019 and 2021 and who
were using Freestyle Libre systems. Patients were included when we could obtain CGM
data representing four different time spans, namely the periods of 14 days and 30 days, as
well as the time spans between week 6 and week 4 and between week 10 and week 8, prior
to the HbA1c measurement (see Figure 1). Within those time spans, active CGM time had to
be at least 70% or higher. For the time period of 14 days prior to the HbA1c measurement,
we obtained the parameters TiR, TaR, TbR, and CV as provided by the Diasend/Glooko
platform (Diasend AB, Göteborg, Sweden/Glooko Inc., Mountain View, CA, USA) as well
as the LibreView platform (Abbott Diabetes Care Inc., Chicago, IL, United States). For the
three other time spans, we retrieved average glucose and GMI only.
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Figure 1. Timeline of GMI assessment in relation to HbA1c measurement.

GMI was calculated using the formula published by Bergenstal et al. [GMI (%) = 3.31
+ 0.02392 × CGM mean glucose (mg/dL)] [3]. HbA1c was measured by high-performance
liquid chromatography. We included patients with all diabetes entities, apart from gesta-
tional diabetes. For being included, diabetes duration had to be at least 4 months. Patients
affected by haemoglobinopathies known to influence HbA1c were excluded [11].

Statistical Analysis

Continuous variables are presented as mean ± standard deviation and as absolute
numbers as well as relative percentages. To analyse agreement between the two different
methods, namely HbA1c and GMI, we performed a Bland–Altman plot. The average of the
two measurements (on the x-axis) was plotted against the difference between HbA1c and
GMI (y-axis) to show the average difference between the measurements. Furthermore, we
also calculated the absolute difference between the two measurements by calculating the
square root of the number squared.

To evaluate whether the differences are unrelated to the mean, we plotted the mean
against the relative difference of the two measurements. To further analyse a potential
proportional bias and discover non-uniform differences, we performed a regression analysis
between the average between GMI and HbA1c with the differences between the two. We



Biosensors 2022, 12, 288 3 of 9

performed these analyses for each of the four time spans. Correlation analyses were
performed using spearman coefficient analysis. Linear regression was used to show the
correlation of each individual plot. Furthermore, to model the relationship between the
absolute difference of GMI1 and HbA1c as a dependent variable and a variety of other
parameters as independent variables, a linear regression analysis was carried out. Missing
data of parameters are stated if applicable. All reported CIs are at the 95% level. Statistical
significance was defined as p < 0.05.

This study is approved by the local ethics committee and has been carried out in ac-
cordance with the principles of the Declaration of Helsinki as revised in 2008 (classification
number 2244/2019). RStudio was used to perform statistical analysis as well as to create
graphs (RStudio Team (2021)).

3. Results

We included 278 patients with a mean age of 54.8 ± 15.75 years of which 47.5% were
female. For further characteristics see Table 1. All patients used CGM device Freestyle
Libre 1 (Abbott Diabetes Care Inc., Chicago, IL, United States).

Table 1. Baseline characteristics (SA: short acting).

Variable Mean ± Standard Deviations

N = 278
Sex (f/m) 47.5%/52.5%
Age (y) 54.8 ± 15.75

BMI (kg/m2) 27.94 ± 6.14
RR sys (mmHg) 139.05 ± 20.63
RR dia (mmHg) 83.13 ± 12.24
Type diabetes

Type 1 155 (55.76%)
Type 2 91 (32.7%)

other types of diabetes 32 (11.5%)
Therapy for diabetes

no insulin 4 (1.44%)
basal only 13 (4.68%)

basal + prandial 230 (82.73%)
Insulin pump 26 (9.35%)

Only SA insulin 1 (0.36%)
Mix-Insulin 4 (1.44%)
Metformin 71 (25.54%)

HbA1c (mmol/mol) 59.87 ± 13.01
HbA1c (%) 7.63 ± 1.19

HbA1c <7% vs. >7% 82 (29.5%) vs. 196 (70.5%)
duration of diabetes (n194; y) 19.68 ± 14.77 (span: 0.3–66 y)

The mean HbA1c was 7.63%, whilst the mean average glucose representing the two
weeks prior to the HbA1c measurement was 162.23 mg/dL resulting in a mean GMI of
7.19%. Most of the included patients had type 1 diabetes (55.7%), approximately one-
third had type 2 diabetes (32.7%), and around 11% were diagnosed with specific types of
diabetes due to other causes, such as cystic fibrosis-related diabetes or pancreas insufficiency.
Most patients (82.7%) used multiple daily injection therapy (MDI) with a subcutaneous
basal insulin analogue and mealtime rapid acting or ultra-rapid acting insulin analogue.
Approximately 10% had continuous subcutaneous insulin infusion pump (CSII) and around
a quarter of all patients had Metformin in their therapy. The mean wearing time of the
CGM device in the observed time period was 90.12 ± 7.87%.

3.1. Quality of Glycaemic Control

As seen in Table 2, only around one-third of our patients reached the target of spending
at least 70% of the observed time within the recommended glucose range between 70 mg/dL
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and 180 mg/dL; almost half of the patients had more than 4% of the observed time glucose
values below 70 mg/dL. Average glucose values and, therefore, GMI values as well were
similar at all 4 observed time spans.

Table 2. CGM characteristics; (w: week; CV: coefficient of variance).

Mean ± SD

GMI1 (-d14-d0) 7.19 ± 0.92
Mean glucose (-d14-d0) 162.23 ± 38.39

Time in range (%) 60.71 ± 21.53
TIR >70% vs. <70% of time 99 (35.6%) vs. 179 (64.4%)

Time above range (%) 34.66 ± 22.51
Time below range (%) 4.59 ± 5.14

Time below range >4% of time vs. <4% of time 127 (45.7%) vs. 151 (54.3%)
CV (%) 35 ± 9

GMI30 (-30d-d0) 7.22 ± 0.91
Mean glucose 30 (-30d-d0) 163.63 ± 38.21

GMI2 (-6w/-4w) 7.24 ± 0.93
Mean glucose2 (-6w/-4w) 164.13 ± 38.83

GMI3 (-10w/-8w) 7.25 ± 0.89
Mean glucose 3 (-10w/-8w) 164.51 ± 37.22

3.2. Analysis of Differences

As expected GMI and HbA1c correlated significantly with each other at each time
span (see Table 3).

Table 3. Correlation between GMI of selected time spans and HbA1c.

R p-Value

Correlation GMI1/HbA1c 0.82 <0.001
Correlation GMI30/HbA1c 0.84 <0.001
Correlation GMI2/HbA1c 0.80 <0.001
Correlation GMI3/HbA1c 0.78 <0.001

As seen in Figure 2, the mean difference between HbA1c and GMI was greater than
0.38% at all observed time points, with the largest mean difference when using GMI
representing the two weeks prior to HbA1c measurement. The difference between HbA1c
and GMI was significantly increasing at all time spans with greater HbA1c and GMI
values, respectively. In general, GMI readings were lower than HbA1c values, with the
difference increasing with worse glycaemic control. This significant difference is even
more pronounced when looking at the absolute value of the difference, calculated as the
square root of the difference squared between HbA1c and GMI values, as the mean absolute
difference was on average greater than 0.6% in all time spans with a median of 0.49%,
respectively (see Figure 3).

The absolute value of the relative difference between the two measurements was
calculated and plotted against each other to analyse whether the difference was unrelated
to the mean of the two measurements. As seen in Figure 4, the mean difference between
the measurement was at least 8.33%. Furthermore, in the regression analysis, the slope
remained positive, proving that the difference between the measurements was unrelated to
the mean and disproportionately increased with worse glycaemic control.
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3.3. Regression Analysis

To evaluate which factors could potentially influence this often clinically relevant
difference between the two measurements, we performed a linear regression analysis using
CGM parameters as well as clinical parameters, which were easily attainable. In Table 4,
the included variables to predict the absolute difference between the two measurements
are shown. In this linear model, BMI, type 2 diabetes, as well as the absolute difference
between the GMI1 and GMI3 were statistically significantly associated with an increased
difference between HbA1c and GMI1.

Table 4. Linear regression analysis (CV: coefficient of variation; TiR: time in range; TaR: time above
range; TbR: time below range).

Estimate 95% CI
(Upper/Lower Limit) R-Squared p-Value

Model statistic 0.1344 9.22 × 10−5

Intercept 2.415 8.38/13.21
Age 0.004 −5.2 × 10−5/0.01 0.053
BMI 0.012 0.001/0.022 0.029
Sex 0.03 −0.086/0.146 0.61

Type 2 diabetes as
factor 0.16 8.286 × 10−4/0.322 0.0488

Type 3 diabetes as
factor −0.02 −0.222/0.172 0.817

CV 0.875 −0.107/1.856 0.080
TiR −0.028 −0.136/0.08 0.610
TaR −0.028 −0.136/0.079 0.605
TbR −0.027 −0.136/0.082 0.626

Absolute
difference

GMI1/GMI2
0.037 −0.16/0.234 0.71

Absolute
difference

GMI1/GMI3
0.218 0.059/0.378 0.0074
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4. Discussion

In this retrospective study amongst 278 patients with different types of diabetes, all of
whom were using a Freestyle Libre isCGM, we found a significant deviation between GMI
and HbA1c. This difference was on average more than 0.6% points across all four observed
time spans, thus of clinical relevance. The deviation between HbA1c and GMI was consis-
tent over all time spans within the HbA1c coverage period and remained significant even
when analysing relative differences and was therefore unrelated to the mean. This absolute
mean deviation was larger than in the original study by Bergenstal et al. but similar to a pre-
viously published study, where the median deviation was 0.5% and larger [3,6]. Glycaemic
control was comparable with a mean HbA1c von 7.63% to other recent CGM publications
where HbA1c was 7.3% and 7.5%, respectively [6,7]. With a mean age of 54.8 years, the
patient population was slightly older than in the recent study by Perlman et al., where
patients had a mean age of 45.3 years [6].

The observed deviation between GMI and HbA1c might be caused by a sensor bias
and a bias towards patients with type 1 diabetes, as GMI was developed using rtCGM
systems in patients with type 1 diabetes and might therefore need a separate formula for
each different sensor and adjustments for other types of diabetes [3,12]. The Freestyle Libre
sensor had a published mean absolute relative difference (MARD) of 13.2% but still had a
similar accuracy in a direct comparison study between this sensor and a Dexcom G5 sensor,
which was used for the development of the GMI [13,14]. However, in a recent publication
by Grimsmann et al., in young patients with type 1 diabetes, a greater deviation between
GMI and HbA1c was observed in isCGM systems than in rtCGM [12].

In this current study, GMI did correlate significantly with HbA1c in all four time spans.
An increase in sampling duration from 14 days to 30 days only led to a slight but not
substantial increase in the correlation coefficient. This furthermore supports previously
published results that a sampling duration of ten to fourteen days of CGM data is sufficient
to estimate glycaemic control appropriately [3].

Interestingly, the two time spans covering 14 days until 4 and 8 weeks prior had lower
correlation coefficients than the two most recent time spans with 0.80 and 0.78, respectively.
Almost all patients were on insulin therapy, with most having a regime with multiple daily
injections with basal insulin analogues and mealtime rapid-acting insulin analogues. Our
study population comprised roughly 50% of patients with type 1 diabetes, and about a
third had type 2 diabetes. Therefore, in comparison to other CGM studies, our population
comprised a relatively large ratio of patients with type 2 diabetes and a rather large ratio of
patients with other types of diabetes, such as cystic fibrosis-related diabetes [6,7].

In the regression analysis, type 2 diabetes was a significant factor associated with
an increased difference between GMI and HbA1c. In the study by Perlman et al., where
16% of all patients had type 2 diabetes, this association was not found to be statistically
significant [6]. In addition, BMI seems to be a significant factor playing a role in an increased
deviation between the two measurements. One hypothesis could be that, especially in
overweight patients with type 2 diabetes, the accuracy of CGM measurements is impaired
due to a reduction in circulation in subcutaneous fat tissue leading to less diffusion in the
sensing area and consequently lower glucose readings [15,16]. Obesity and type 2 diabetes
have also been associated with interstitial oedema and increased tissue inflammation, which
might also play a role in the greater deviations in this population [17,18]. The observed
increased differences, especially in patients with type 2 diabetes, could also imply that
patients with type 2 diabetes tend to have a higher glycation status. They might therefore
be at higher risk for hypoglycaemic episodes when intensifying treatment than patients
with other types of diabetes and a lower glycation status, represented by lower HbA1c than
GMI [8]. To evaluate such possible clinical difference, a much larger population sample
and a longer observation period would be needed.

Another parameter which showed to be highly significantly associated with the devia-
tion between GMI and HbA1c was the absolute difference between the GMI of the most
current time span and the GMI calculated from the time span from 10 to 8 weeks prior to
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the HbA1c measurement assessment. As HbA1c reflects glycaemic control over roughly
8–12 weeks and is furthermore influenced by the lifespan of red blood cells, changes to
diet, therapy regimen, or other factors within this time period are therefore typically not
reflected in an adequate change in HbA1c [8,11,19]. We excluded patients with known
haemoglobinopathies to exclude major confounders, but unfortunately, we did not have
conclusive data regarding kidney function and haemoglobin levels, which were also known
to influence HbA1c [6,20].

Usually when looking at CGM readings, data from the last 14 days is used to evaluate
glycaemic control. One of the parameters which is frequently used is the coefficient of
variation, CV, which represents an index of glycaemic variability [21]. Thus far, however,
there is no parameter which shows whether overall glycaemic control is stable within the
last weeks and months. Implementing a parameter reflecting long-time glycaemic stability
could help identify those patients who are more at risk for greater deviations between
HbA1c and GMI on the one side, as well as help the clinician to put possible deviations
into context to rely more on HbA1c or GMI for possible therapeutic decisions.

Limitations/Strengths

One major limitation of this study was that we included a lower number of patients
in comparison to other recent studies [6,19]. However, by using only one sensor type and
longer observation periods, we make our results more comparable to future studies in
that field and introduce less bias. Another strength was that our collective had a large
proportion of patients with type 2 diabetes.

5. Conclusions

In conclusion, there is a marked and relevant difference between GMI and HbA1c
when using isCGM. This deviation between the two measurements seems to be associated
with type 2 diabetes, with increasing BMI, as well as with the difference between GMI,
measured recently and 8 weeks prior. Therefore, the use of GMI as a substitute for HbA1c
should be reconsidered or at least used carefully. Especially when considering therapeutic
decisions, other parameters such as TiR, as recommended by the current guidelines, should
be used. However, this recommendation needs further confirmation in patients with T2DM
and obesity [22]. A useful approach might be to evaluate whether the patient has a greater
deviation between the most current GMI and the GMI derived from a time span 10 to
8 weeks prior. This aspect of analysing fluctuations of glycaemic control over a longer time
span might help us in the future to understand each patient even better and adapt and
monitor our therapy more precisely.

Author Contributions: Conceptualisation, P.F., K.R. and Y.W.; methodology, P.F., K.R. and Y.W.;
software, P.F.; validation, P.F., K.R., M.F., B.I. and Y.W.; formal analysis, P.F. and K.R.; data curation,
P.F.; writing—original draft preparation, P.F., K.R. and Y.W.; writing—review and editing, P.F., K.R.,
M.F., B.I., A.K.-W. and Y.W.; visualisation, P.F.; supervision, A.K.-W. and Y.W. All authors have read
and agreed to the published version of the manuscript.

Funding: This research received no external funding.

Institutional Review Board Statement: The study was conducted in accordance with the Declaration
of Helsinki, and approved by the local Ethics Committee) of Medical University of Vienna (protocol
number 2244/2019).

Informed Consent Statement: Patient consent was waived due to a retrospective design of this study.

Data Availability Statement: Not applicable.

Conflicts of Interest: The authors declare no conflict of interest.



Biosensors 2022, 12, 288 9 of 9

References
1. Tyndall, V.; Stimson, R.H.; Zammitt, N.N.; Ritchie, S.A.; McKnight, J.A.; Dover, A.R.; Gibb, F.W. Marked Improvement in

HbA1c Following Commencement of Flash Glucose Monitoring in People with Type 1 Diabetes. Diabetologia 2019, 62, 1349–1356.
[CrossRef]

2. Raj, R.; Mishra, R.; Jha, N.; Joshi, V.; Correa, R.; Kern, P.A. Time in Range, as Measured by Continuous Glucose Monitor, as a
Predictor of Microvascular Complications in Type 2 Diabetes: A Systematic Review. BMJ Open Diabetes Res. Care 2022, 10, e002573.
[CrossRef] [PubMed]

3. Bergenstal, R.M.; Beck, R.W.; Close, K.L.; Grunberger, G.; Sacks, D.B.; Kowalski, A.; Brown, A.S.; Heinemann, L.; Aleppo, G.;
Ryan, D.B.; et al. Glucose Management Indicator (GMI): A New Term for Estimating A1C From Continuous Glucose Monitoring.
Diabetes Care 2018, 41, 2275–2280. [CrossRef] [PubMed]

4. Riddlesworth, T.D.; Beck, R.W.; Gal, R.L.; Connor, C.G.; Bergenstal, R.M.; Lee, S.; Willi, S.M. Optimal Sampling Duration for
Continuous Glucose Monitoring to Determine Long-Term Glycemic Control. Diabetes Technol. Ther. 2018, 20, 314–316. [CrossRef]
[PubMed]

5. Aberer, F.; Hochfellner, D.A.; Mader, J.K. Application of Telemedicine in Diabetes Care: The Time Is Now. Diabetes Ther. 2021, 12,
629–639. [CrossRef] [PubMed]

6. Perlman, J.E.; Gooley, T.A.; McNulty, B.; Meyers, J.; Hirsch, I.B. HbA1c and Glucose Management Indicator Discordance: A
Real-World Analysis. Diabetes Technol. Ther. 2021, 23, 253–258. [CrossRef]

7. Yamada, M.; Okada, S.; Oda, H.; Nakajima, Y.; Bastie, C.C.; Kasai, Y.; Osaki, A.; Shimoda, Y.; Shibusawa, R.; Uehara, R.; et al.
Evaluation of the Relationship between Glycated Hemoglobin A1c and Mean Glucose Levels Derived from the Professional
Continuous Flash Glucose Monitoring System. Endocr. J. 2020, 67, 531–536. [CrossRef]

8. Gomez-Peralta, F.; Choudhary, P.; Cosson, E.; Irace, C.; Rami-Merhar, B.; Seibold, A. Understanding the Clinical Implications
of Differences between Glucose Management Indicator and Glycated Haemoglobin. Diabetes Obes. Metab. 2022, 24, 599–608.
[CrossRef]

9. Beck, R.W.; Connor, C.G.; Mullen, D.M.; Wesley, D.M.; Bergenstal, R.M. The Fallacy of Average: How Using HbA1c Alone to
Assess Glycemic Control Can Be Misleading. Diabetes Care 2017, 40, 994–999. [CrossRef]

10. Hansen, K.W.; Bibby, B.M. Glycemic Metrics Derived From Intermittently Scanned Continuous Glucose Monitoring. J. Diabetes
Sci. Technol. 2020, 16, 113–119. [CrossRef]

11. Cohen, R.M.; Franco, R.S.; Khera, P.K.; Smith, E.P.; Lindsell, C.J.; Ciraolo, P.J.; Palascak, M.B.; Joiner, C.H. Red Cell Life Span
Heterogeneity in Hematologically Normal People Is Sufficient to Alter HbA1c. Blood 2008, 112, 4284–4291. [CrossRef] [PubMed]

12. Grimsmann, J.M.; Sengbusch, S.; von Freff, M.; Ermer, U.; Placzek, K.; Danne, T.; Hammer, E.; Holl, R.W. Glucose Management
Indicator Based on Sensor Data and Laboratory HbA1c in People With Type 1 Diabetes From the DPV Database: Differences by
Sensor Type. Diabetes Care 2020, 43, e111–e112. [CrossRef] [PubMed]

13. Ólafsdóttir, A.F.; Attvall, S.; Sandgren, U.; Dahlqvist, S.; Pivodic, A.; Skrtic, S.; Theodorsson, E.; Lind, M. A Clinical Trial of the
Accuracy and Treatment Experience of the Flash Glucose Monitor FreeStyle Libre in Adults with Type 1 Diabetes. Diabetes Technol.
Ther. 2017, 19, 164–172. [CrossRef] [PubMed]

14. Freckmann, G.; Link, M.; Pleus, S.; Westhoff, A.; Kamecke, U.; Haug, C. Measurement Performance of Two Continuous Tissue
Glucose Monitoring Systems Intended for Replacement of Blood Glucose Monitoring. Diabetes Technol. Ther. 2018, 20, 541–549.
[CrossRef]

15. Petrofsky, J.S.; McLellan, K.; Prowse, M.; Bains, G.; Berk, L.; Lee, S. The Effect of Body Fat, Aging, and Diabetes on Vertical and
Shear Pressure in and under a Waist Belt and Its Effect on Skin Blood Flow. Diabetes Technol. Ther. 2010, 12, 153–160. [CrossRef]

16. Mensh, B.D.; Wisniewski, N.A.; Neil, B.M.; Burnett, D.R. Susceptibility of Interstitial Continuous Glucose Monitor Performance to
Sleeping Position. J. Diabetes Sci. Technol. 2013, 7, 863–870. [CrossRef]

17. Petersen, M.C.; Shulman, G.I. Mechanisms of Insulin Action and Insulin Resistance. Physiol. Rev. 2018, 98, 2133–2223. [CrossRef]
18. Didyuk, O.; Econom, N.; Guardia, A.; Livingston, K.; Klueh, U. Continuous Glucose Monitoring Devices: Past, Present, and

Future Focus on the History and Evolution of Technological Innovation. J. Diabetes Sci. Technol. 2020, 15, 676–683. [CrossRef]
19. Xu, Y.; Grimsmann, J.M.; Karges, B.; Hofer, S.; Danne, T.; Holl, R.W.; Ajjan, R.A.; Dunn, T.C. Personal Glycation Factors and

Calculated Hemoglobin A1c for Diabetes Management: Real-World Data from the Diabetes Prospective Follow-up (DPV) Registry.
Diabetes Technol. Ther. 2021, 23, 452–459. [CrossRef]

20. Wright, L.A.-C.; Hirsch, I.B. Metrics Beyond Hemoglobin A1C in Diabetes Management: Time in Range, Hypoglycemia, and
Other Parameters. Diabetes Technol. Ther. 2017, 19, S-16–S-26. [CrossRef]

21. Pleus, S.; Kamecke, U.; Waldenmaier, D.; Link, M.; Zschornack, E.; Jendrike, N.; Haug, C.; Freckmann, G. Time in Specific Glucose
Ranges, Glucose Management Indicator, and Glycemic Variability: Impact of Continuous Glucose Monitoring (CGM) System
Model and Sensor on CGM Metrics. J. Diabetes Sci. Technol. 2020, 15, 1104–1110. [CrossRef] [PubMed]

22. Battelino, T.; Danne, T.; Bergenstal, R.M.; Amiel, S.A.; Beck, R.; Biester, T.; Bosi, E.; Buckingham, B.A.; Cefalu, W.T.; Close,
K.L.; et al. Clinical Targets for Continuous Glucose Monitoring Data Interpretation: Recommendations From the International
Consensus on Time in Range. Diabetes Care 2019, 42, 1593–1603. [CrossRef] [PubMed]

http://doi.org/10.1007/s00125-019-4894-1
http://doi.org/10.1136/bmjdrc-2021-002573
http://www.ncbi.nlm.nih.gov/pubmed/34980591
http://doi.org/10.2337/dc18-1581
http://www.ncbi.nlm.nih.gov/pubmed/30224348
http://doi.org/10.1089/dia.2017.0455
http://www.ncbi.nlm.nih.gov/pubmed/29565197
http://doi.org/10.1007/s13300-020-00996-7
http://www.ncbi.nlm.nih.gov/pubmed/33474646
http://doi.org/10.1089/dia.2020.0501
http://doi.org/10.1507/endocrj.EJ19-0502
http://doi.org/10.1111/dom.14638
http://doi.org/10.2337/dc17-0636
http://doi.org/10.1177/1932296820975822
http://doi.org/10.1182/blood-2008-04-154112
http://www.ncbi.nlm.nih.gov/pubmed/18694998
http://doi.org/10.2337/dc20-0259
http://www.ncbi.nlm.nih.gov/pubmed/32690487
http://doi.org/10.1089/dia.2016.0392
http://www.ncbi.nlm.nih.gov/pubmed/28263665
http://doi.org/10.1089/dia.2018.0105
http://doi.org/10.1089/dia.2009.0123
http://doi.org/10.1177/193229681300700408
http://doi.org/10.1152/physrev.00063.2017
http://doi.org/10.1177/1932296819899394
http://doi.org/10.1089/dia.2020.0553
http://doi.org/10.1089/dia.2017.0029
http://doi.org/10.1177/1932296820931825
http://www.ncbi.nlm.nih.gov/pubmed/32513087
http://doi.org/10.2337/dci19-0028
http://www.ncbi.nlm.nih.gov/pubmed/31177185

	Introduction 
	Materials and Methods 
	Results 
	Quality of Glycaemic Control 
	Analysis of Differences 
	Regression Analysis 

	Discussion 
	Conclusions 
	References

